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5. 610(k) Summary Ui -
General Information

Date Compiled March 3, 2011
Classification Class 11, 21 CFR § 880.5970, Percutaneous, implanted, long-term

intravascular catheter, Product code US

Trade Name NexSite 9Fr Dual Lumen Critical Care Central Venous Catheter

Submitter Marvao Medical Devices, Ltd.
GMIT Innovation in Business Centre, Dublin Road
Galway, Ireland

Contact Marybeth Gamber
Boston Biomedical Associates
Phone: (508) 351-8632
Fax: (508) 351-8637

Intended Use
The NexSite QFr Dual Lumen Critical Care Central Venous Catheter is indicated for long-term
access to the Central Venous System. It is designed for administering IV fluids, blood products,
drugs, and parenteral nutrition as well as blood withdrawal and power injection of contrast
media. The maximum pressure of power injectors used with the NexSite device may not exceed
300psi.

Predicate Devices
PowerHickman®D Central Venous Catheter K061 179

Manufactured by Bard Access Systems
Medcomp®) PRO-LINETM CT Power Injectable CVC K053345

Manufactured by Medcomp®

Device Description
The NexSite 9Fr Dual Lumen Catheter is a long-term central venous catheter. The polyurethane
Catheter is 55.5cm in length, and has a Dacron cuff distal to the bifurcation hub. A
Polyurethane/Dacron Port supplied with the Catheter is implanted subcutaneously, and is
intended to minimize Catheter movement. The Catheter and Port are packaged with
accessories that are used to facilitate Catheter and Port insertion.

Materials
The NexSite Catheter assembly is comprised of materials that are commonly used in medical
device applications. Materials for the Catheter and Port include polyurethane, polycarbonate
and Dacron.
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Testing
In vitro testing was performed on the NexSite 9Fr Dual Lumen Critical Care Central Venous
Catheter to assure reliable design and performance in accordance with ISO 10555-1 and ISO
10555-3. The non-clinical tests performed by the company include visual and dimensional,
catheter leakage, catheter joint strength, catheter pressure, radiopacity, corrosion resistance,
and catheter high pressure injection. The test results demonstrate that the NexSite Catheter
meets the requirements in the applicable standards and specifications, and is substantially
equivalent to legally marketed predicate devices.

In vivo testing was also performed to demonstrate that the device would perform as intended.
Clinical studies were not deemed necessary since in vivo and in vitro testing were sufficient to
demonstrate safety and effectiveness by way of comparison to a legally marketed predicate
device.

Guidance
The FDA Guidance on Premarket Notification [(510(k)] Submission for Short-Term and Long-
Term Intravascular Catheters, dated 3/16/95, was utilized in order to meet the FDA
requirements for content and organization of this submission.

Summary of Substantial Equivalence
Marvao Medical believes the NexSite SFr Dual Lumen Critical Care Central Venous Catheter is
substantially equivalent to the predicate products. The intended use, method of operation,
methods of construction and materials used, are either identical or substantially equivalent to
existing legally marketed predicate products.

Confidential01



DEPARTMENT OF HEALTH & HUMAN SERVICES 'iiblic IeaIth Sci vice

Food wid Druc Adihuustraidon

NMarvao Medical Devices, Limited
C/O Ms. Mlarybeth Camuber
Principal Regulatory Consultant
Boston Biomedical Associates
368 West Main Street, Suite 7
Northboro, tMassachusetts 0 1532 AUG 2 2Q1

R e: K 110627
Trade/Device Name: NexS ite 91'r Dual Lum~n Critical Care Central Veno LIS Catheter
Regulation Number: 21 CFR 880.5970
Regulation Name: Pecu-Ltaneous, Imiplanted long-term Intravascular Catheter
Regulatory Class: 11
Product Code: U.S
Dated: July 14, 2011I
Received: July 15, 2011

Dear Ms. Camber:

We have reviewed your Section 5 10(k) premnarket noti fication of intent to market the device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with thle provisions of
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket
approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration. Please note: CDRJ-l does
not evaluate information related to contract liability warranties. We remind you, however.
that device labeling mnust be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill
(PMA). it may be Subject to additional controls. Existing major regulations affecting y'our
device can be found in the Code of Federal Regulations. Title 2 1. Parts 800 to 898. In1
addition, FDA May publish Further announI1M1ceets Concerning your device in the Federal
Repister.
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Please be advised that FDA's issuance of' a substantial equivalence determination does not
mean that FDA has muade a determination that your device complies with other reqluirenmns
ol the Act or any Federal statutes and reguLlations administered by other Federal agencies.
You must cornply with all the Act's req iUi rerents, i ncluding, but niot Ii i ted to: red I~Strati(on
and listing (21 CFR Part 807); labeling (21 CER Part 801); medical device r-eporting
(reporting of mnedical device-related adverse events) (21 CER 803); good manufacturing
practice reqtuiremients as set forth in the quality system1s (QS) regulation (21I CFR Part 820);
and il'applicable, the electronic product radiation control provisions (Sections 53 1-542 of'
the Act); 21 CFR 1000- 1050.

lf'VOU desire speciflic advice for your device Onl our1 labeling regulation (21 CFR Part 801),
please go to littl:H//wwv. fda.tzov/AbOIFDA/CenitersOffiees/CDRH/CDR [HOFficees/
ucIC1 15809.htmn for the Center for Devices and Radiological Health's (CDRF-'s) Offlice of'
Compliance. Also, please note the regulation entitled, "Misbranding by ref'erence to
prernarket notification" (21 CFR Part 807.97). For questions regarding the reporting of'
adverse events Under the MDR regulation (21 CER Part 803)), please go to
h1tt1)//\v"w\.fcla.~o\v/M~edicalDevices/Saifety/Reportai-obleim/defauLit.litii for the CDRI-l 's
Of'fice Of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities Under the Act fromn the
Division of Small M an ufact urers, International and Consumer Assistance at its totl-ree
umber (800) 638-2041 or (301) 796-7100 or at its Internet address

lhttl)://\%, , ,.fda.-o\,veciicalDevices/ResouirceSfolYOLI/indisti-/def-,u~litiii

Sincerely yours,

Anthony D. Watson, B.S., M.S.. M.B.A.
Director
Division of Anesthesiology, General H-ospital,

Inf'ection Control and Dental Devices
Office of Device Evaluation
Center for Devices and

Radiological Health
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4. Indications for Use Statement

510(k) This application
Number (if
known):

Device Name: NexSite 9Fr Dual Lumen Critical Care Central Venous Catheter

IndcatonsforThe NexSite 9Fr Dual Lumen Critical Care Central Venous Catheter is indicated
Inictinsfo for long-term access to the Central Venous System. It is designed for

Use: administering IV fluids, blood products, drugs, and parenteral nutrition as well

as blood withdrawal and power injection of contrast media. The maximum
pressure of power injectors used with the NexSite device may not exceed
300psi.

Prescription Use X AND/OR Over-The-Counter Use___
(Per 21 CFR 801 Subpart D) (Per 21 CFR 801 Subpart C)

PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON ANOTHER PAGE IF NEEDED)

Concur of CDRH, Office of Device Evaluation (ODE)

(DI 'vision SigOff L /ti
Division of Anesthesiology, General Hospital
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